Edwards SAPIEN XT in Native Stenotic Mitral Valve, Open Technique on Cardiopulmonary Bypass: An Option, But Safe?
A 73-year-old woman underwent open mitral valve replacement with the transcatheter Edwards SAPIEN XT valve (Edwards Lifesciences, Corp, Irvine, CA USA) on cardiopulmonary bypass in a native, stenotic mitral valve. Because of left ventricular outflow tract obstruction, the patient died 25 days after implantation. There are previous reports of transcatheter valve implantation in native mitral valve with procedural success. However, in one case report, the patient died 10 days postoperatively.